INTRODUCTION
Morgan, MacKinnon & Cullen (1969) suggested that the best way to diagnose bovine brucellosis, at least in areas where animals were vaccinated with Brucella abortus strain 19, was to use the Rose Bengal plate test (RBPT) as a screening test. Sera positive to the RBPT would then be retested by the complement fixation test (CFT) to obtain a definitive result. The RBPT is believed to give few false negative reactions but comparison with other serological tests suggests that it gives many false positives (Nicoletti, 1967; Morgan et al. 1969) . Residual antibodies after strain 19 vaccination are believed to cause these false positives. The CFT is performed using either a warm complement fixation step (CFTW) or cold fixation (CFTC). The CFTW, unlike the CFTC, can be completed within a single working day, which is an advantage in routine use.
The serum agglutination test (SAT) was once the most widely used diagnostic test for brucellosis and is still sometimes used in a supplementary role. It is known to give false negative reactions (Alton, Maw, Rogerson & McPherson, 19756) and probably gives false positive reactions, particularly as residual titres after strain 19 vaccination. studied the sensitivity of these tests to antibody, using purified immunoglobulins. They found that both the RBPT and the SAT were ten times as sensitive to IgM as to IgG x or IgG 2 . The CFT measured IgG x and also IgM to an uncertain extent. This uncertainty was 366 R. J . CHAPPEL AND OTHERS caused by the fact that IgM activity was partly destroyed by heating in the presence of serum to inactivate complement. Purified IgM was stable to this degree of heating.
The radioimmunoassay (RIA) is a recently developed test for brucellosis which measures IgG x and IgG 2 but not IgM .
This paper describes the results obtained using the CFTW, the SAT and the RIA, on 1887 sera positive to the RBPT.
MATERIALS AND METHODS

Sera
Sera positive to the RBPT were obtained from 1887 female cattle in 95 herds. They were submitted to this laboratory for routine testing from herds throughout Victoria. Vaccination of calves with strain 19 has been compulsory since 1970.
Serological tests Rose Bengal plate test
The RBPT was performed as described by Allan et al. (1976) . Positive reactions were classed subjectively a s ' weak' or' strong' according to the degree of agglutination. Reactions classed as 'strong' include those previously denoted as 3 or 4 .
Serum agglutination test
The SAT was performed as described by Alton, Jones & Pietz (1975a) , who call it the European tube agglutination test. Results were expressed in international units (i.u.) per millilitre. A reaction of 100 i.u./ml was taken to be positive.
Radioimmunoassay
The RIA was performed as described by Chappel et al. (1976) . The standard used was IgGj^ from serum H as described in that paper. Results were expressed as nanograms of IgG, equivalent to the standard, in 12-5 /il of serum. They were read over the range 200-10000 ng.
Complement fixation test
The CFTW was performed by the micro-method described by Alton et al. (1975 a) . Sera were heated in the plates at 60 °C for 30 min to inactivate complement. Antigen was obtained from the Commonwealth Serum Laboratories, Melbourne, as the Standardized B. abortus Agglutination Concentrate (Alton et al. 1975a) and was added at a dilution of 1/100.
The degree of complement fixation was judged on a scale from 1 to 4 at each twofold dilution from 1/4 to 1/128. A reaction at which all dilutions tested showed complete complement fixation is recorded as 4, 4, 4, 4, 4, 4 whereas a complete reaction to a dilution of 1/8 is recorded as 4, 4. A trace reaction in any well is recorded as T.
A reaction of 2 (at a dilution of 1/4) was taken to be positive.
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Atypical reactions in the complement fixation test For simplicity, sera giving 'atypical' reactions in the CFTW were excluded from comparisons between tests. An ' atypical' reaction was arbitrarily denned as any reaction which does not fall into the normal series: 0; T; 1; 2; 3; 4; 4, T; 4,1; 4, 2 etc. Prozones fall into the atypical category. Examples of atypical CFT reactions observed in this study were:
1,1; 2, 2, T; 4, 4, 3, 1; 1, 1, T,T,T; 0, 0, T, 4, 4, 4; 0, 0, 0, 0, 4, 4. One reason for excluding atypical reactions is that some are ambiguous, that is they may or may not represent true positives. However, the terms 'atypical' and 'ambiguous' must not be confused. A small but uncertain proportion of atypical reactions are ambiguous (Chappel, McNaught, Bourke & Allan, 1978) . Tables 1-3 compare the results of the CFTW, the SAT and the RIA. Atypical reactions, as denned in the Materials and Methods, were given by 257 out of 1887 sera (14%): these sera were excluded from the tables.
RESULTS
For three sera there was insufficient volume for the SAT. One of these sera gave an atypical reaction in the CFTW. Table 1 shows that sera giving CFTW reactions of 4, 4, 4, 1 and below usually gave SAT reactions below 100 i.u./ml. Sera giving SAT reactions above 200 i.u./ml usually gave strong reactions in the CFTW while sera giving SAT reactions below 100 i.u./ml usually gave negative CFTW reactions.
Comparison between the complement fixation test {warm fixation) and the serum agglutination test
The group of 111 sera giving SAT reactions of 100-200i.u./ml were bimodal in their CFTW reactions. About half were negative to the CFTW but most of the others gave strong reactions. Table 4 shows that, within this group of sera, the results of the CFTW correlated closely with those of the RIA.
Comparison between the complement fixation test (warm fixation) and the radioimmunoassay
It can be calculated from Table 2 that 94% of sera positive to the CFTW gave RIA reactions of 200 ng or more. On the other hand, 15 % of sera negative to the CFTW gave RIA reactions of 200 ng or more and 6% gave RIA reactions of 500 ng or more.
The lowest category of reactions positive to the CFTW, 2 to 4, 1, corresponded most closely to the RIA range 500-900 ng.
Comparison between the radioimmunoassay and the serum agglutination test
It can be calculated from Table 3 that only 82 % of sera positive to the SAT gave RIA reactions of 200 ng or more, while 24 % of sera negative to the SAT gave reactions of 200 ng or more. In general, therefore, the RIA related less closely to the SAT than to the CFTW. 
Relationship between serological results and the strength of the reaction in the Rose
Bengal plate test Sera giving 'strong' RBPT reactions were typically strongly positive to the other tests. Most sera giving 'weak' reactions were negative to the CFTW and to the SAT and most gave RIA reactions of less than 200 ng.
On the other hand, of sera positive to other tests, many gave 'weak' RBPT reactions. 'Weak' RBPT reactions were obtained with 36% of sera positive to the CFTW and with 39 % of sera giving RIA reactions of 500 ng or more.
DISCUSSION
The reaction given by a serological test is a function of the sensitivity of the test to antibody of different immunoglobulin classes and of the serum concentrations of antibody of each class. Elberg (1973) stated that the sera of cattle with brucellosis contain antibody predominantly of the IgG class, while residual titres after strain 19 vaccination are attributable to IgM. This statement is probably at least broadly correct, although quantitative studies are needed to confirm it. Allan et al. (1976) studied the sensitivity of three serological tests for brucellosis to antibody of different immunoglobulin classes. The RBPT was positive to about 5 /tg/ml of IgM antibody but required 50 /*g/ml of -BrwceKa-specific IgG x or IgG 2 to react. An SAT reaction of 100 i.u./ml could be produced by about 10 fig/ml of specific IgG x or IgG 2 .
The CFT measures both IgG x and IgM but not IgG 2 . IgM appears to react as well as or better than IgG x but in practice it may be partly or completely destroyed when serum is heated to inactivate complement. Allan et al. (1976) found that this heat treatment had no effect on purified IgM but appeared partly to destroy IgM activity in the presence of serum.
Insensitivity of the serum agglutination test
The SAT is, on average, much less sensitive than the CFTW (Table 1) . This is as expected from the results of Allan et al. (1976) , assuming that the sera of most infected animals contain predominantly IgG antibody. Allan et al. (1976) showed that approximately lOO^g/ml of Brucella-sjtecific IgG antibody will give an SAT reaction of 100 i.u./ml. From their results it can also be seen that about 12 fig/ml Assuming that 80% of .BrwceKa-specific IgG is IgGj, about 15/tg/ml of specific IgG should give a CFTW reaction of 2. Table 5 shows that one could correctly predict, from the results of Allan et al. (1976) , the median SAT result observed for each category of CFTW results.
Although an RIA reaction of 500 ng corresponded the most closely to the minimum diagnostic value accepted for the CFTW, it is nevertheless suggested that 200 ng be tentatively taken as a minimum diagnostic value for the RIA. An RIA value of 200-400 ng with a positive result in the CFTW could indicate early infection.
The RIA appears to be at least as sensitive as the CFTW and to be worth considering as an alternative or supplementary diagnostic method. It has not yet, however, been evaluated under field eradication conditions.
